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ABSTRACT

This is a report of the work accomplished on Pro; :t VT /5055 from

1 May through 31 July 1965. Project VT /5055 includes the operation,
evaluation, and improvement of the Tonto Forest Seismological Observatory
(TFSO) located near Payson, Arizona. It also includes special seismological
investigations using data derived from eight Long Range Seismic Measure-
ments Project (LRSM) seismological stations.
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OPERATION OF THE TONTCO FOREST SEISMOI.OGICAL OBSERVATORY

1. INTRODUCTION

1.1 AUTHORITY

This research was supported by the Advanced Research Projects Agency,
Nuclear Test Detection Office, and was monitored by the Air Force Technical
Applications Center under Contract AF 33(657)-14444. The contract was
dated 12 April 1965; the statement of work for Project VT /5C55 is included as
an appendix to this report.

1.2 HISTORY

Tonto Forest Seismological Observatory (TFSO) was originally constructed
by the United States Corps of Engineers in 1963. TFSC was designed to
record all types of seismic events and to be used as a laboratory for testing,
comparing, and evaluating advanced seismograph equipment and seismic
recording techniques. The instrumentation was assembled, installed, and
operated until 30 April 1965 by UED Earth Sciences Division of Teledyne
Systems Company under Contract AF 33{657)-7747. In March 1964, the
Long Range Seismic Measurements (LRSM) Program provided eight mobile
seismic recording vans to extend the existing instrument arrays at TFSO.
On 1 May, The Geotechnical Corporation {Geotech) assumed full operation
of TFSO.

The location of TFSO, the LRSM extended array sites, and the TF50
buildings are shown in figures 1 and 2.
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2. OPERATION OF TFSO

2.1 GENERAL OPERATION (Task la)

2.1.1 Take-Over of TFSO Facilities by Geotech

Four Geotech employees went to TFSO on 19 April t, become familiar with

the instrumentation and routine operating procedures prior to the transfer of
the observatory operating responsibility from Teledyne to Geotech. The
Teledyne personnel were quite helpful during the orientation period. A smooth
transition of routine operations and change of personnel was completed by

1 May.

U

Figure 2. TFSO, looking southwest
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Just prior to the changeover; tne Project Oificer, Captain Clent Houston,
visitel TFSO and reviewed the facilities with both Teledyne and Geotech
vepresentatives. The Project Officer told Geotech personnel what AFTAC
expccted regarding completeners cof operational logs and records and the
sending of messages and data. He also discussed special studies underway
or planned.

2. 1.2 Inventory of Equipment and Real Property

Mr. W. O. Grimpe, {eadquarters, Aeronautical Systems Division, Wright-
Patterscn Air Force Base, visited TFSO on 27 April to inspect facilities.
The facilities inventory was checked on 28 April and the contract equipment
inventory was signed on 30 April.

Mr. Thomas Muir, Real Property Clerk from Williams Air Force Base, was
at TFSO on 22 July to make a Real Property Inventory. All of the original
TFSO real property inventory records were changed to show any subsequent
improvements. While Mr. Muir was at TFSO, he also updated the original
building drawings to show the modifications and additions that had been made
to the facilities.

2.1.3 Security Inspection

On 21 July, Mr. D. P. Posage, Security Inspector from the Western Contract
Management Region, San Diego Office, visited TFSO. The purpose of his
“risit was to inspect the facilities before issuing a SECRET facility clearance
for TFSO. All was in order, including the standard practice procedures
observed at TFSO. Mr. Posage stated that clearances of all personnel would
have to be transierred. This is presently being done.

2. 1.4 Application for Radio Licenses

Radic licenses for t.onsmittal of data from the sites of the LRSM extended
array to TFSO were >btained by 1 May. The close liaison with the Federal
Communicati.us personnel by the Froject Officer was most helpful in
obtaining the licenses on schedule.

Telegraphic approval was received on 22 June frora the Federal Communica-
tions Cormnmission to operate the five-station citizens band radios until

% September cu a temporary permit. On 28 June, the permanent license
was received and the call sign is KMV 4469,

TR 65-96 -4-




2.1.5 Visit by Messrs. H. E. Klinkert and C. P. Fink

Mr. H. E. Klinkert, Small Business Administration, and Mr. C. P. Fink,
Phoenix Contract Management Officer, visited TFSO on 30 June. They
informea TFSO personnel that all purchase orders for major items issued
from TFSO must be checked by their offices. After being informed that a’l
major p'rchases were handled through *he Garland office, Messrs. Klinkert
and Fink stated that further close liaison between TFSO and their offices
would not be required.

2. 1.6 Visit by Captain Houston, Captain Munz'‘nger, and Mr. Leichliter

Captain CTlent douston, Captain Frederick } unzlinger, and Mr. B. B.
Leichliter arrived at TFS50 on 23 June and left on 24 June. The purpose of
the visit was to enable Captain Houston to make his final inspection of TFSO
and tc orient Captain Munzlinge with the routine operation of TFS50, to
familiarize him with the facilities, and to review the status of Project
VT/5055. Mr. Leichliter returned to TFSO on 27 June and left for Garland
on 29 June.

Captain Munzlinger assumed responsibility as AFTAC Project Dfficer for
Project VT/5055 on 1 July.

2.1.7 Completion and Shipment of Station Logs, Film, and Magnetic Tape

The magnetic-tape seismograms are shipped from TFSO directly to thr

user each week. Three of the magn~tic-tape units are for TFSO use

(AFTAC control) and three are for university use. When an AFTAC- :
supported contractor i1s not using all three magnetic-tape units, the
observatory notifies AFTAC.

Film from rine Develocorders are shipped weekly to the user when requested.
At the prec<ent time three Develccorders are used by AFTAC-SDL. Data
recorded on four Develocorders are shipped monthly to Garland. The film
and magnetic -tape logs are made up in 14 duplicate sets. TFSO switched

to new logs, approved by AFTAC, on 7 July. Sets of typical Develocorder
record prints are sent to Geotech regularly and to otl er users on special
request.
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2.2 EVALUATE SEISMIC DATA AND DETERMINE OPTIMUM
OPERATIONAL CHARACTERISTICS (Task lb)

2.2.1 Vault Retrofit Project

2.2.1.1 When Geotech personnel inspected TFSO, they found that the
short-period seismographs and instrument vaults would "ave to be mcdified
if optimum seismograph performance were to be achieved. Some features of
the short-period vaults that required attention were:

a. Several tank vaults contained water.
b. The vaul* lids were made of a circular piece of 6.4 mmm steel held
to the vault with only four anchor bolts and providing an 1..adequate seal

against wind and water.

c. The vaults were sealed with a soft putty-type gasket material
which is water absorbent and not adequate gasket material for sealing vaults.

d. The cable inlet tee threads were not sealed properly and the cable
irlet was filled with a sealant which is water absorbent.

2.2.1.2 A program to modify the short-perind vaults was started in June.
Retrofit of the horizontal short-period vault was completed on 20 July. The

major improvements made were.

a. The lids were notched to accept the eight 2dditional anchor bolts
and reinforcements were welded to the lids (see figure 3).

b. Eight bolts were welded to the outside of each tank vault.

c. The pipe conduit was replaced and cable ways were sealed with
Chico A5 cement.

d. A permanent-type vault lid gasket was installed (see figure 4).

At the end of the reporting period, similar mo-dification of the vertical
short-period vaults was in progress.

TR 65-96 -6-
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Figure 3. Modified vault cover

Figure 4. Vault after retrofit
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2.2.2 Installation of the AEI Lightning Protection System and Reported
Storms and Storm Damage

After reviewing the lightning protection system at TFSO, Geciech
recommended that the existing system of carbon blocks and fuses be rnodified
by removing the carbon blocks and installing Associated Electronics
Industries, Limited (AEI) Type 16A lightning protectors in the lightning
protection system. The AEI lightning system was designed and successfully
operated at the Wichita Mountains Seismological Observatory near Lawton,
Oklahoma.

The modifications of the lightning protection system at TFSO was begun on
31 May. The protectors were replaced first at the seismometer end of the
data lines and then at the central-recording building (CRB) end of the data

lines. During replacem:nt the cables were all distinctly marked.

The first moderate storm near TFSO occurred on 23 June. Only the
anemometer necar Z30 was damaged during this storm.

Many minor electrical storms occurred during July. A major storm occurred
m 10 July. Most of the damage to the system was confined to those systems
that were not yet protected by the AEI lightning protection system. Equipment
damaged on 10 July is listed in table 1. Of the 25 circuits affected, 17

(86 percent) were calibration circuits that were not protected by the AEI
system at the CRB. Of the remaining 8 circuits, 6 were data circuits that
were not protected by the AEI system at the vault protector, but the data

lines were protected at the CRB. Therefore, only 2 of the 25 circuits affected
were protected on both ends by the AEI protection system. These were data
lines 269 and Z18.

Analysis of the failure of these two AEI-protected circuits (Z69 and Z18)
indicates that neither failure could be attributed to failure of the AEI pro-
tection system. The diodes in the power supply of the Z69 data line failed,
probably because of a power surge during transfer of the current load from
commercial power to the standby generator.

In the other data line (Z18), the galvanometer diode protector part of the
lightning protection systern failed but the AEI lightning protectcr did not.

By the end of July, the AEI lightning protectors were installed in the
following:

TR 65-¢5 -8-




Table 1. Ecuipment at TFSO damaged on 10 July

Galvo
Carbon diode
Systera Circuit Fuses blocks protector
zZ2 Cal X X
Z3 Cal X X
Z5 Cal X X
Z7 Cal X X
Z8 Cal X X
Zy Cal X X
713 Cal X X
218 Cal X X
Z18 Data X
Z22 Cal X X
237 Cal X X
NBB39 Cal X
NBB39 Data X
Z1B41 Cal X X
ZIB41 Data X X
EIB42 Data X (hung galvo)
Z1.P44 Data X
NLP45 Data X
Z61 Cal X X
Z63 Cal X X
765 Cal X X
7267 Cal X X
Z69 Data (power supply)
Z99 Cal X X
Z99 Data X X
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a. All data circuits at both the vault and CRB ends except those
instruments installed in the underground walk-in vaualts;

b. All calibration circuits at the seismometer end except instruments
housed in the undersround vaults;

c. The seismometer end of all telephone circuits in the extended
array.

A typical installation of the AEI protection system is shown in figure 5; an
enlarged view of the AEI protectors is shown in figure 6.

Figure 5. Modified protector bo.. 71

TR 65-96 -10-
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2.2.3 Peristaltic Pumps for Develocorders

Nine new peristaltic pumps for the Develocorders were received 24 June,
and installation was begun on 1 July. By the end of July, four of the pumps
had been replaced in the Develocorders.

2.2.4 Long-Period System Change

Several attempts were made to adjust the instruments in the long-period
systems to obtain the response reported for the long-period instruments
prior to 1 May. The inability to obtain this response was traced to incorrect
circuitry.

A thorough examination of the long-period circuitry at TFSO showed several
discrepancies. The major discrepancies were:

a. Eighty-ohm attenuator circuits were mounted on the PTA's to
control the system magnification. The long-period vertical PTA attenuator
had been bypassed and a resistive network built inside the PTA, With these
arrangements the correct galvanometer damping could not be obtained.

b. A line equalization and free period module was built into the line
in order to adjust the seismometer damping, but the correct damping is not
obtainable. In the vertical system, the line equalization module was bypassed.

c. UED type ¢51 galvanometers were used with the north and east
long-period PTA's. . .¢se galvanometers tend to be quite unstable and
frequently hang on a stop.

A recommendation is being prepared describing proposed modifications to
the long-period system. Two of the major modifications proposed are

(a) replacement of the UED type 651 galvanometers in the horizontal seismo-
graphs with more stable and more ideally damped Model 8530-1 Harris
long-period galvanometers (110 sec); and (b) installation of Model 14415
junction assemblies in the PTA's of the three-component long-period
seismograph system.

2.2.5 Marine Door for Long-Period Vault

The installation of a pressure-~tight marine door for one of the pier rooms
in the long-period vault at TFSO was approved by the Project Officer. The

TR 65-96 -12-




marine equipment that met the aesign specifications and vault requirements
has been loc ‘ted and ordered. Installation of the marine door at TFSO has
been tentatively scheduled for mid-August.

2.2.6 'fransmission of Routine Data Messages to USC&GS

At the request of the Project Officer, data messages are being sent from
TFSO each day, including week-ends and holidays. Prior to 26 June, data
messages to USC&GS were not sent on week-ends and holidays because the
GSA facilities are not open and there is no Western Union office in Payson
for direct transmission. On Saturday, 26 June, the messag: v:as typed at
TFSO, delivered to the Mogollon Stage Line in Payson, and hand carried
to the Western Union office in Phoenix for transmission to the USC&GS.
By the following week-end the Project Officer had furnished a TWX
number for USC&GS, and commencing with 3 July, week-end and holiday
messages are sent directly tc USC&GS by TWX.

2.2.7 Date Timer 4800A

One cf the Develocorder Date Timer Group Assemblies, Model 4800, was
shipped from TFSO to Geotech on 25 June for modification to a Model 4800A.
Because a complete set of spare units is not available at TFSO, modification
must be accomplished on a one-at-a-time basis. The first modified date
timer and a spare date timer were sent to TFSO early in July and were
instailed. In geueral, the modified unit works well.

2.2.8 Five-Channel 35-Millimeter Film Recorder

In June, we received approval of our recommendation to delete the 2 Wood-
Anderscn se‘smegraphs from the 5-channel 35-mm film recorder and to add
2 Benioff vertical seismographs. Later we found that the film recorder could
not be easily modified to record the earth-powered Benioff vertical data. The
recorder was replaced with a Geotech Mark II 35-mm film recorder. The
channel assignments of the seismographs being recorded and their approxi-
mate operating magnifications at | cps are as follows:

Farth-powered vertical - ICK
Earth-powered vertical - 1K
Earth-powered north - IrK
Earth-powered east - 10K

TR 65-96 -13-



2.2.9 Weekly Polarity Check

A weekly polarity check of the TFSO instrumentation was established in
May. The polarity check procediures are the same as those used at BMSQO,
UBSO, and WMSO.

2.2.10 Check of Station Parameters

At TFSO, 83 active data circuits are normally used. The instrumentation
complement is comprised of 47 vertical short-perisd Johnson-Matheson
{JM) instruments, 12 sets of horizontal short-period JM instruments,

1 three-component Benioff earth-powered system, 1 thiree-component
intermediate-band system, 1l three-ccmponent broad-band system, and

1 three-component long-period system.

At the tirne Geotech began operating TFSO, the magnifications of the vertical
JM instruments were held at 90CK. The intermediate-band system operated
at 200K, the broad-band system at 6K, the long-period vertical (notched) at
100K, the long-period vertical (un-notched) at 125K, and the long-period
horizontals at 15K. The magnifications varied by a factor of as much as

two from day te day on some cf the individual instruments. Part of the
trouble was traced to an isolation amplifier malfunction and part was due to
burned carbon blocks in the lightning protection system.

Because lightning strong enough to cause carbon bleck problems can alsc
change the instrument motor constant (G) values, a prcgram was initiated
early in May to check the G values and to make the monthly check of the
frequency responses for the TFSO instrumentation.

Prior to 25 May, the following parameters were used to determine the
magnification of the intermediate-band system:

Seis- Motor Equivalent Magnification Calibration
mograph constar_1_t_1 ground motion factor current
ZIB (41) 0.105 N/A 200 muy 5K/mm 0.40 ma
EIB (42) 0.144 N/A 200 mu 5K/mm 1. 12 ma
NIB (43) 0.138 N/A 260 myu 5K /mm 1.12 ma

1Che:cked last on 9 December 1963; no shunting networks used in
calibration lines

TR 65-96 -14-




On 17 May, the intermediate-band system parameters were checked with
the following results:

a. The intermediate-band vertical had a basic motor constant of
0. 144 N/A using a 200-milligram weight. Basic computations indicated that
the actual ecuivalent ground motion for a normal calibration was 560 my or
a magnification factor of 1. 8K/mm instead of the 5K/mm listed in the
records.

b. The intermediate-band east-west had a motor constant of
0.178 N/A using a 200-milligram weight. The calculated magnification
factor was 0. 95K/mm instead of the 5K/mm listed in the records.

c. The intermediate-band north-south had a motor constant of
0.172 N/A using a 200-milligram weight. The calculated magnification
factor was 0. 98K/mm instead of the 5K/mm listed in the records.

The results of the check on 17 May indicaie that, if the previously listed
parameters were used to calculate gains, they would be approximately a
factor of four greater than the actual gain.

On 24 May, the motor constants for the intermediate-tand system were
adjusted using resistive networks to obtain the parameters presently in use
at TFSO:

Seismo- Motor Equivalent Magnification Calibration
graph constant ground motion factor current
ZIB 0.0206 N/A 250 mu 4. 0K/mm 1.0 ma
EIB 0.0471 N/A 250 my 4. 0K/mm 1.0 ma
NIB 0.0472 N/A 250 my 4. 0K/mm 1.0 ma

All three components of the intermediate-btand system are being operated at
a gain of about 100K at 1 cps.

The motor constants of the JM short-period verticai and horizontal instru-

ments were also checked. The following are the motor constants and
calibration parameters for TFSO since 24 May:

TR 65-96 -15-




Lt

e

Equivalent Cali- PTA

Seismo- Motor ground Magnification  bration attenu-
graph constant motion factor current ation
21-731 0.296 N/A 33.3my 30K/ram 80 ma -12 dB

H75-H98 0. 386 to Varies y 30. 6K/ to 60 ma -12 dB

0.411 N/A 33.9K/mm
260-774 0.296 N/A 22, 3 my 30K/ mim 80 ma -12 dB

The long-period system was modified to bring the instruments within the

tolerances shown in figure 7 and the gain of the long-period vertical at
0. 04 cps set at 65K.

Liuring July, the system checks and frequency responses performed on the
full complement of instruraentation at TFSO indicated that eight frequency
responses were out of tolerance. Five of these were short-period seismo-
graphs, 1 wes an intermediate-band seismograph, and 2 were broad-band
seismographs. All of the system p rameters and instrument frequency
responses were within operating tolerances at the end of the reporting period.

2.3 ANALYZE DATA AND REPORT RESULTS TO USC&GS AND SEISMIC
DATA LABORATORY (Tasks lc and 1d)

2.3.1 Report Events to U.S. Coast and Geodetic Survey

During this reporting period, arrival times, periods, and amplitude
measurements of events recorded at TFSO were reported daily to the

Director of the USC&GS in Washington, D. C. The number of events recorded
by type are as follows:

Near
Local regional Regional Teleseism Total
May 2 71 18 933 1024
June 3 128 21 991 1143
July 0 185 19 353 1157
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2.3.2 Change in Reporting pP

Prior to 28 June the USC&GS had requested that both confirmed and suspected
depth phase {pP) arrivals be reported in 2our routine data messages. On

28 June, Mr. April of the USC&GS advised the Project Officer that they
preferred that only those arrivals that couid be definitely identified or for
which there was reasonable confidence of their identification as pP be included
in our messages.

2.3.3 Events Reported to SRI

The evenis given in table 2 were reporteu to Stanford Research Institute (SRI)
during June and July.

On 27 July, Mr. Arthur Lange of SRI asked TFSO to suspend the reporting
ot earthquakes.

2.3.4 Daily Analysis for ABP

Data from TFSO were combined with the data from CPSO, BMS50O, UBSO,
and WMSO to be published in a multistation earthquake bulletin. The
bulletins for December 1964 and January 1965 were published duriug the
reporting period. Data for May have been keypunched, transcribed onto
magnetic tape, and sent to SDL for processing. Keypunchiug of June data is
about 60 percent complete.

2.4 QUALITY CONTROL (Task le)

Quality Control of the TFSO magnetic-tape seismograms, film seismograms,
and logs is routinely undertaken at Garland. The quality control procedures
are outlined in Te.hnical Report £€4-59, Standard Operating Procedures for
Seismological Observatories.

2.5 TELEPHONE AND VHF TELEMETRY BETWEEN TFSO AND
LRSM VANS (Task 1f)

2.5.1 Mvrtle Point Generator Problem

The operation of the Lister generatnr (figure 8) which supplied power for the
Myrtle Point relay station had not been satisfactory and caused a lot of
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03 June
25 June
27 June
30 June
30 June

05 Jul:
13 July
14 July
15 July
16 July

18 July
18 July
18 July

i8 July
18 July
18 July

TR 65-96

162819.
002045.
192532.
074751.
131659,

171834.
18042 1.
082828.
181241.
074751.

035711.
065013.
155912.
162447.
164430.
165524.
170404.

171052.
172822.
210G23.

Table 2. Local events reported to SRI

2 myp = 4.3 Delta = 7.5° N of Fresno, California

5 my = 4.6 Delta = 7.0° Central Nevada

0 mp = 4.0 Delta = 5.0° Central Utah

8 mp = 4.0 Delta = 5.0° Central Utah

0 my = 3.5 Delta = 5.8° Central Utah

5 ny = 3.4 Delta = 4. 8° Central Utah

2 my = 3.9 Delta = 3.2° Southwest Utah

4 ray, = 3.8 Delta = 7.1° Central Nevada

1 my = 3.5 Delta = 4.9° Utah

4 my = 4.6 Delta = 6. 8° Bakersfield, California

7 my = 3. 6 Delta = 4.9° Eastern Utah

2 my = 3.5 Delta = 3.9° Southern Utah

8 my = 4.2 Delta = 4. 1° Southern California

2 3.2

3 3.0

6 3.0

8 3.0

0 my = 3.3 Delta = 3.6° Southern Utah

7 myp, = 3.7 Delta = 3.7° Southern Utah

0 my, = 4.1 Delta = 7.5° Denver, Colorado, and

three aftershocks
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outage time. The disruption of data transmission was compounded by the
remote location oi the relay station. The Myrtle Point installation required
approximately 350 gallons of diesel fuel per month and was generally
inaccessible in the winter. On 6 May, 660 gallons of diesel fuel were hauled
into Myrtle Point. The generator was shut down and general repairs made
at that time. On 8 May, data transmission was lost because of a broken
power cable at the generator due to vibration. A new cable with standard
conductors was installed the same day and the generator repaired.

The generator operated continuously until 9 June when it again failed. The
engine apparently developed an oil leak and used the 20-gallon oil reserve

Figure 8. Lister diesel generator after removal
from Myrtle Point
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in a 3-week period. Damage to the engine resulted from overheating the

bearings, causing a broken rud. A 5 kW gasoline-powered generator was
rented and temporarily placed in service on 1] June.

A new 9 kW Witte diesel generator unit was ordered from Socorro, New
Mexico, on 14 June and delivered on 15 June.
4 by 1.5 by 6 feet was poured.

the pier on 16 June (see figure 9).
6 to 8 gallons a day.

On 15 June, a concrete pier
he generator was set up and installed on
The fuel consumption is estimated to be

The generator has given no trouble since installation.

A ‘mn;’mm il
!

iy,

Figure 9. Witte diesel generator and pier at
Myrtle Point
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2.5.2 LRSM Generator Operation

The 1.5 kW generators at the Globe and Heber, Arizona, extended array
sites were fueled during the first week in May. In July, cutoff problems
were 2ncountered with the two generators. Heat in the generator building
probably caused the overheating cutoff switch to cut out. The problem has
been remedied by better ventilation of the generator housing building.

2.5.3 TFSO-LRSM Telemetry System

Several LRSM Geotech personnel have visited TFSO to familiarize them-
selves with the observatory facilities and to maintain close coucrdination and
cooperation between the two groups. One of the prime areas in the data
colleztion program that requires TFSO-LRSM coordination is that of the
daily and weekly calibrations.

2.5.4 Modification of Telephone Service by Mountain States Telephone
Company

In the vicinity of TFSO, the telephone service is supplied by Mountain States
Telephone Company. Messrs. R. Nelson and A. Elliott from Mountain
States in Phoenix visited the 'F'SO facilities to gain a better understanding of
the observatory requirements.

The telemetry system for data transmission between the LRSM teams and
TFSO required four-wire telephone service, which was generally not avail-
able in the area. Mountain States Telephone started work on the four-wire
termination system on 7 July and completed the installation on 10 July.
Some signal-to-noise improvement could initially be noted.

2.5.5 Attenuators for Telemetry Data Input Levels

The Develocorder sig=il level input from the telemetry system was too high
because no attenuation controls were available in the lines between the
discriminators and the Develocorders. Because the output level from the
discriminators is required to be equal to the recording levels normally
maintained at TFS0O, some method of control was necessary. Attenuator
controls were installed in June and the data level inputs have been equalized.
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2.5.6 Modification of the Data Acquisition System

After the recording of digital data for MIT was completed, nodification

of the Astrodata Data Acquisition System to provide 556 bpi digital packing
density, instcad of the original 800 bpi density, was investigated. Modifica-
tion of the packing density is required in order to provide digital data
suitable for processing by the CDC 1604 computer at SDL.

Modification of the Astrodata system at TFSO is in progress and should be
complete about the middle of August.
2.6 PROVIDE FACILITIES AND ASSISTANCE TO OTHER GROUPS

(Task 1g}

2.6.1 Dagital Recording for Texas Instruments

Texas Instruments is conducting a study for which they require special
dig..al data to be recorded at TFSO. The data are to be recorded cver a
2-mo: an period using the observatory instrumentation anc. data from the eight
LRSM extended array sites. Data from both seismic events and seismic
background noise at high and low gains wiil be recorded.

The program was scheduled to begin on 1 Julv but several problems developed.
The Texas Instruments requirements fcr recording the low-gain data do not
require ary changes in the normal TFSO recording settings. The require-
ments specified by Texas Instruments for recording the hkigh-gain data have
posed the greatest problems and have delayed the recording program. High-
gain recording is specified to drive the Astrodata equipment within 6 to

10 dB of clipping when recording the normal background noise. In order to
re~ord the data at this high gain, it is necessary to increase the signal level
output of the LRSM equipment. The increased signal level was accomplished
by the LRSM recording vans and at TFSO just ahead of the digital data
acquisition system. The JM instruments were repiaced by Benioff instru-
ments in the three-component short-period system. In addition, it is required
that the TFSO long-period response be comparable to the LRSM long-period
response.

Because of the required modifications of the telemetry system and instru-

mentation parameters, full-scale recording for Texas Instruments has been
postponed until the middle of August.
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2.6.2 Recording for California Institute of Technology

Dr, Stewa't Smith of Cal Tech and two of his graduate students visited the
observatory on 21 May to specify new data formats and to establish liaison
with Geotech personnel. In May, TFSO was recording data for Cal Tech

on three magnetic-tape recorders and one Dev:locorder. The formats were
continued until 1 July, when recording of a new series was started.

Dr. Smith was particularly interested in the analeg-to-digital recording
systems being used by MIT. He expressad a desire to use this equipment

at some future date if it becomes available. Also discussed was the problem
of maintaining matched horizontal instrument phase responses. We estimated
that phase responses within #4.5 degrees could be maintained for the JM
horizontals.

Dr. Smith also requested that an experiment be done for him on a few signals
involving a differential sum between two horizontal instruments.

Experimental recordings were made on 16, 21, and 22 July using film data
trunk 10 by request of Dr. Smith. The three-component short-period system
consisting of Z13, NE 90, and SE 89 was recorded side by side with a direct
summation of NE 90 an« SE 89.

2.6.3 Recording for University of California

Mr. D. Miller, University of Czliforniu, requested approval to move some
equipment including an Ambilog 200 computer system to TFSO and that

32 channels of data be made avaiiable for his use. On 25 May, Mr. Foulks
of the University of California began making some necessary interval wiring
modifications at TFSO prior tc the arrival of the equipment. Mr. Miller
and Dr. H. M. Iyer visited TFSO on 1 June to prepare for the arrival of

the equipment on 2 June.

Dr. R. A. Haubrich and Mr. Miller visited Tt o0 on 1 July and returned
again on 15 July. Thre Ambilog 200 system is currently in operation and
Dr. Haubrich is engaged in ""on-line' processing of TFSO data and extended
arrav data. Dr. Haubrich anticipates completion of most of his recording
about the middle of August.
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¢.6.4 Recording for Massachusetts Institute of Technology

Between 1 May and 1 July, a Teledyne operator recorded digital seismic

data from the LRSM extended array and from TFSO for MIT. Some problems
were encountered with the Astrodata discriminators ear!y in May. After
modifications of the discriminators by Astrodata and completion of the air
conditioning of the engineering laboratory at TFSO, the operating problems
were courrected.

Beginning 1 July, the responsibility for operation of the telemetry equi.ment,
digital recording equipment, and data acquisition system was transferred to

TFSO,

2.6.5 Visits by Dr. Yale and Students

Dr. Yale of Arizona State University has visited TFSO twice, first on 3 July
with 36 elementary education students, and then on 10 July with 32 elementary
education students. Each time Dr. Yale and the students were given a tour

of the observatory and a brief lecture on seismology.

2.6.6 Phoenix Televis.cn and Newspaper

During the morning of 10 May, Chanrel 5 television station at Phoenix
requested confirmation of a small local earthquake in the Phoenix area. No
confirmation could be found on the TFSO records.

Mr. Neachy and Mrs. Marting from the Arizona Republic newspaper in
Phoenix were visitors on 4 June. They were interested in writing a feature
story about TFSC. Their request was reported to the Project Officer, and
they w. re advisad to contact the Public Information Officer of DASA {or
approval.

2.6.7 Visit by Maryvale High School Students

A group of 8 students and 2 instructors from Maryvale High School, Phoenix,
visited TFSO on 8 May. They were given an explanation of the routine
operation of the observatory and a general tour.
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2.7 MAINTAIN TFSO FACILITIES {Task 1h)

2.7.1 Engineering Lab

Work on air conditioning the engineering laboratory was started on 11 May
ard finished on 28 May. This work, planned and begun under the previous
contract, included lowering the ceiling, insulating, and installing two
5-ton air-corditioning units and the required duct work.

The Project Officer requested that the TFSO engineering laboratory be
designated as a ''clean' room and be used for equipment and work requiring
a controlled environment. Hopefully, the level of environmental noise
recorded on the magnetic-tape systems will be reduced.

The conversion of the engineering laboraiory to a clean room was compieted
on 9 July. All of the air-conditionii.g ducts have been equipped with air
filters; the outside door and windows have been sealed and locked;, doors
into the darkroom and drafting areas are to be kept closed; no smoking is
permitted; and all dust-creating materials have been removed. Daily
maintenance is performed on the floor, equipment, racks, and work benches
to maintain as stable a set of environmental conditions as possible.

2.7.2 Air Chiiler Problem and Solution

During a visit by Mr. W. Grimpe, an engineer from ASD, on 27 April, he
noted the continual buildup of scale in the chiller units of the air-conditioning
system caused by excessive quantities of minerals in the local water supply.
Prior to May 1965, about every 6 months a heavy acid treatment was used to
remove the scale. This was dcne by a Phoenix firm and was quite expensive.
In addition to the cost, another undesirable feature of the continual use of the
heavy acid was that the chiller units cannot withstand many such treatments
before a complete replacement of the chillers, heat exchangers, etc., would
be required.

At Mr. Grimpe's suggestion, a water treatment firm was requested to
investigate the scaling problem and make recommendations. Sullbrook
Services, Phoenix, made a water analysis and recommmended chemicals
which shouid eliminate the necessity of pericdic cleaning and inhibit scale
accumulation. A 5-month supply of the recommended chemicals and a feeder
~vere purchased. Svllbrook Services guaranteed that they will provide a free
acid trzatment and scale removal if their product is not successful.
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2.7.3 Furnace and Moisture Problem

On 27 #pril, Mr. Grimpe indicated that the boiler for the heating ~ystem,
which had visible evidence of overheating, must be repaired or replaced.

A moisture problem is created, especially during the winter, by moisture
condensing on the underside of the metal roof deck. The condensation is due
to the absence of an adequate vapor barrier on the warm side of the insulation.
Mr. Grimpe recommended that some sort of attic ventilation be installed as a
sc'ution to the moisture problem.

3. DEVELOPMENTAL FUNCTION (Task 3)

Mr. George Gray, Geotech, visited TFSO from 6 July through 9 July for
gereral orientation of the facilities and, in particular, to obtain information
ior investig=ting the feasibility of ~utomatic calibration.

4. RESEARC. PROGRAMS (Task 4)

4.1 CONTINUJE NOISE SURVEYS

Monthly noise surveys are being conducted at TFSO as part of the standard
observatory analysis assignment. Some confusion existed at the time of the
personnel changeover at TF50 due mainly to the somewhat different noise
study procedures existing between the two companies. These problems were
resolved early in May and the noise measurements are being kept current.

4.2 SPECIAL STUDIES FOR AFTAC

For the first five days in May, Captain Houston requested that TFSO make a
basic analysis of the teleseismic signals recorded on all the short-period
verticals being used in the telemetry system. Included in the analysis were
the P-wave arrival time, period, and amplitude of these signals.
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Captain Munzlinger requested that on 14 July a special 24-hour recording be
made of the tape data on trunk 6 and the film data of trunk 10. The data
recorded consisted of TFSO Z16, TAl, WO-AZ Z1, WO-AZ %2-7, JR-AZ Z1,
JR-AZ T2-7, ~"ation time, and WWV. The data were recorded as requested
ana mailed on ., July.

4.3 MAGNITUDE ZORRECTION FACTORS

On 23 July, we submitted an outline and requested approval of a planned
study designed to refine the estimates of station magnitude correction
factors developed under Project VT/036 and reported in TR 64-123, and to
refine the distance-depth magnitude co:rection factors developed by
Gutenberg and Richter. We plan to conduct this study jointly under Projects
VT /5054 and VT/5055 using teleseismic P-phase data recorded at the five
VELA-Uniform seismological observatories.

4 4 EVAIUATE COMBINATIONS OF EXISTING VERTICAL AND

HOR1IZONTAL ARRAYS

4.4.,1 Some experimental recordings were made at TFSO between 5 July
and 1% July. The purposes of the recordings were:

a. To determine the optimum magnifications for TFSO's short-period
seismographs;

b. To compose ~n effective suramation consisting of at least 8 less
verticals than the present 31 instrument summation being re :orded;

c. To evaluate filter settings to determine a better summation filter
trace using a Krohn-Hite filter.

4.4.2 The preliminary results derived from records of the 10-day recording
period are as follows:

a. Four short-period instruments were cperated at magnifications

ranging from 1000K to 1500K. The best operational magnification was
appar~ntly 1000K for the observed microseismic backgrcund.
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b. During the recording pericd there were some problems with vaults
which kept the instruments in the arrav from being accurately calibrated;
however, the magnifications of the array elements were equal relative to
each other. In the first few array configurations recordeca, the preliminary
results indicate that there were no significant differences in the signal-to-
noise ratios of the summations tested.

¢c. Attempts were made to recor? the summation of Z1-Z31 trace
filtered with a Krohn-Hite filter and the same summatior with the standard
operational filter. In the short recording period no conclusions could be
made, but the results did indicate that further evaiuation is nzcessary.

As soon as adequate equipranent is available, we plan to resume this test
program.
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APPFENDIX to TECHNICAL REPORT NO. 65-96

STATEMENT OF WORK TO BE DONE




STATEMENT OF WORK TO BE DOKE
AFTAC PROJECT AUTAORIZATION NC, VELA T/S5055 ™avye A smc,
leJ‘J o 0 [:;-0"

1. Ogeration.

a, Operate the Tonto Forcst Scicmological Observatery (TFSO),
normally recording data continuoucly,

b, Evaluate the ceisnic data to determine ontimum operational
characteristics and make changes in the operatin; parameters as ma, be
required to providy the mest effcctive obscrvatory poscible, Addition
of new and modification of prezznt en~linz inctrusmentstion are within
the scope of work, Howaver, cuch inctrument additionc and modilications,
data evaluation, and major pcorzmater changes are subject to prior
technical approval by the AFTAC projcct officer,

e, Conduct routine daily analyscis of ceismic data and transoit
daily seismic reports to the US Coast and Gecdetie Survey, Washinzton,
DC 20230, using the ectzbiiched report format and detziled {nstructionc,

d, Record the racults of daily znalysiec in & format ccanatible with
the automated bulletin progran (ABP) nused by the Seismic Data Laboratouwy
(SDL), 300 North Washington Street, Alexandria, Virginia 22314, in thelr
preparation of the seismologiczl bulletin of the VELA-UIIFORYM gseiczological
observatories, This format may bz establiched by coordination with SDL
through the AFTAC project officer, The schedule of routine shigments
of this data to SDL vwill be ectabliched by the AFTAC project officer.

t. Conduct quality control (QC), 25 necessary, to assure the record-
ing of high quality date cn both marsnetic tape and film, Past experience
indicates that QC review of one magnotic tape per magnetic tape recorder
per week is satisfactory unless QC tolerances have been exceeded and the
necessity of additional Q€ arises, GQC of nagnzatic tape ghould include,
but need not nccescarily be limited to, the follouing items:

(1) Completenccs and accuracy of ogpcration logs.

(2) Accuracy of obcervatory moasurements of system nolse and
equivalent ground motion,

(3) Quaiity &nd couwictences of volce cemuents.,

(4) Exanination of all calibraticns to assure that no clipping
occurs,

(5) Determination of relative phate shift among all array
seismograph systems.

(6) Measaurement of DC unbalaunce,
Atch 1
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(7) Prczence and accuracy of tape calibrotion and alignaent,
(8) Check of unccapencated noice on each channel,

(9) Check of uncoupencated simial-to-roice of channel 7,
(10) Check of gencral ctrensth and quality of WiV time,
(11) Check of synchronization of digital time code with WWV,

f, Continue teleghone service and VHF telinetry between TFSO and the
wobile r2lemic vana (Project VELA T/L051) located along extensions of the
TFSO croised array.

g. Provide observatory facilitics, acccmponying technical assistance
by observatory percomnel, and ccicuoslogical data to requesting organiza-
tiones and indivicuals after AFTAC approval through the project, officer,

™. Maintein, repailr, protect, and precerve the facilities of TFSO

.

in _ .d phyciezl condition in accordance with gsound industrial practice,

2, Instruzent Svaluztion,

a, On approval by the ATTAC projcet officer, evaluzte the performance
characterictics of expari~:1t 1 and ofi~tho-chiclf equipzont offering poten-
tial {mprovement in the porforuance ¢f obocrvatory cclcmograph systems,
Operation and teat of the instruaentatica under £feld conditions rhould
normally be preceded by laboratory test and evaiuation,

b, To perait more thorcuch labercotery evaluations to be cenducted at
TFSO, improvements to TP laboratory cepability may be necesscary, The
contractor should wuzke reccenzzadations for sich improvements and, after
approval by the AFTAC projcct cfficer, implcuent them,

3. TI:vclonmmental Fun c;ﬁgn. Operction and eval:zation of the observatory's
Mgta. - o¢" Instivacnrciion end of Yemperinintal" equipnant nny disclose
the nced for 'upp¢e"cn::1 e\uiwneﬂt, nzither ccwwerciglly available nor
in developuent under the VELA-UNI ORM or 0"34, that could iuprove the
performance and captbility of the ceiivograph systoms of TrSO and other
VELA-UNIFORY obscoveterics, Tac comtouctor sheuld meke recc::endations
on the develojpaent of such cqu*“*‘ﬂt anh, after approval by the AFTAC
project officer, preceed uith ce ental vorlk,

4. Reseerch P*c"*"“‘. Oa agproval by or at the = 3t of the AFTAC
project ofiicar, conduct resc c% prograzs desigrid to upgrade the TFSO
detection cap;bilxty. Envivennental conditicn, (weolo~ich1 sciswological,
and meteorological) affecting the reczults of these reccarch prograus

should not bte neglected., Recearch might pursue investigations in, but

are not neceacarily liuited to, the follouing arcas of interest:
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a, Microseismic Noise,

(1) Revizw all available IrS0 nolce dota
of additional work, DPefiné and conduct additicn
23 necessary.,

(2) Exculne noice at challo:
shallow boreholes, The nuubder, desth,
borcholes nust be approved by the ATT

b, Arrcy Datection Capzbility,

(1) Evaluacte combinat
horizontal surface array ceic
array sumationa in Cetesting t
deteetion capability vhen uvaing
remaining ceismograph systexs,

(2) Urder Prcject VILA T/JOS
of 2 nultiple array procecsor to the

(~ r'l (K}
,._v Hl-
0 o

oZ 1835; training in operaticn, uainc _:c:, cud cclibration of the
proceccsor and in analysis techaiques will be provided vo appropeiate TFSO
personnel at the time of installatios by the menulccturer, Tewac Instruments
Incorporsted, Evaluate the detecticn c::;ailit‘ of the proccosor and

b 12
exanine its enhancenment, if any, cf the overcil TrSO capabllity,

(3) Mobile selcmic vans (Proj:c
located along extensicns of : 2 TFSO croess
(3-couponent shorteperiod) firc. the vanc ar

Blrl

s
gate the use of this extended array to ifumprove the

capability.

(4) Determine TFSO deficiencic any,
obzorvatery's cdetection capabllity., Pr
project officer reccmusended irpvovu wn
deficiencies and enhance the de "iCu cap

c. Visuvel Data Preocentation, Investigate fo-

de the dircetion
ace noise studies

cotha uvcing euisting and additionsal
and lccavions of the caditional
Jzet
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051) arc temporarily

72 the dat
ccd at TTSO, Investie
TTS50 detection

that degrade the

nd cubtait to the AFTAC
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